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Abstract: Spatially confined measurements of bilirubin in tissue can be of great value for 
noninvasive bilirubin estimations during neonatal jaundice, as well as our understanding of 
the physiology behind bilirubin extravasation. This work shows the potential of spectroscopic 
visible-light optical coherence tomography (sOCT) for this purpose. At the bilirubin 
absorption peak around 460 nm, sOCT suffers from a strong signal decay with depth, which 
we overcome by optimizing our system sensitivity through a combination of zero-delay 
acquisition and focus tracking. In a phantom study, we demonstrate the quantification of 
bilirubin concentrations between 0 and 650 µM with only a 10% difference to the expected 
value, thereby covering the entire clinical pathophysiological range. 
© 2018 Optical Society of America under the terms of the OSA Open Access Publishing Agreement 
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1. Introduction 

Bilirubin is the yellow, toxic breakdown product of hemoglobin, which is excreted by the 
body in bile and urine. Elevated levels of bilirubin lead to jaundice: a yellow discoloration of 
the eyes and skin. In case of severe jaundice (hyperbilirubinemia), bilirubin can accumulate in 
the brain and induce kernicterus, which results in irreversible brain damage [1]. Therefore, it 
is of vital importance to monitor bilirubin levels in high-risk population groups, such as 
newborns. Unfortunately, current clinically applied methods for bilirubin monitoring are 
either invasive (blood sampling), or are not accurate enough to fully replace invasive blood 
sampling (transcutaneous bilirubinometry by diffuse reflectance spectroscopy) [2, 3]. 

Here, we investigate the use of visible-light spectroscopic optical coherence tomography 
(sOCT) for noninvasive bilirubin determinations. The unique advantage of sOCT is that it 
allows for both quantitative and spatially confined measurements of bilirubin concentrations. 
This potentially enables the noninvasive determination of bilirubin concentrations within 
blood vessels, facilitating a direct comparison with invasive blood sampling without any cross 
talk from surrounding tissue. Since the existing transcutaneous bilirubinometers are unable to 
spatially resolve detected photons, cross talk from surrounding tissue is their main accuracy 
limiting factor [2]. Another important potential application of sOCT is the noninvasive study 
of local bilirubin extravasation into skin and brain tissue. As such a study is currently 
impossible, this may lead to a more fundamental understanding on the development of 
pathologies like kernicterus [2] and processes like the cephalocaudal progression of jaundice 
[4]. 

Multiple studies have shown the feasibility of sOCT and the closely related technology 
low-coherence spectroscopy (LCS) for the ex vivo [5, 6] and in vivo quantification of 
absorber concentrations in the visible wavelength range, including preclinical applications for 
highly localized tissue oximetry [7–13]. Using sOCT for bilirubin quantification in tissue 
introduces several sensitivity-related challenges, as bilirubin absorbs around the relatively 
short wavelengths of 440 nm (free bilirubin) and 470 nm (albumin-bound bilirubin). This 
wavelength region is not only associated with impaired penetration depth into tissue, but also 
comes with a sharper roll-off of the sensitivity with depth due to the finite pixel size of the 
detecting spectrograph [14]. Hence, bilirubin determinations require an sOCT system with 
superior sensitivity, which we realize here by combining spectral domain sOCT with focus 
tracking and zero-delay acquisition throughout the entire axial scanning range. Besides the 
optimization of system sensitivity, this also ensures that the measured attenuation is only 
affected by the sample itself, resulting in quantitative measurements of the optical properties 
of the sample without requiring any calibration procedure. 

In this work, we validate our sOCT system in the wavelength range of 440‐600 nm for 
quantitative bilirubin determinations in samples mimicking neonatal skin. We show that our 
sOCT method is able to estimate bilirubin concentrations up to 650 µM with an accuracy of 
10% and a standard deviation in the order of 50 µM. The investigated bilirubin range covers 
the entire clinical pathophysiological range (50 – 500 µM) [2, 3]. To demonstrate the spatially 
confined aspect of the technique, we also measured bilirubin concentrations behind an 
epidermis mimicking scattering layer with an accuracy of 10%. 

                                                                       Vol. 9, No. 8 | 1 Aug 2018 | BIOMEDICAL OPTICS EXPRESS 3582 



2. Methods 

2.1 Setup 

Fig. 1
beam 
compe
SMF: 

Our sOCT s
supercontinuu
neutral densit
Three lenses 
beam, resultin
pass filter (F
Protected silv
direction. A 1
sample arm a
Thorlabs, US
can be contr
Thorlabs, US
glass cuvette,
LS13M, Zabe
mirror and its
focusing lens 
guided by a 
where it is d
Germany) wit
theoretical ax

2.2 Data acq

A schematic o
length differe
refractive ind
respectively, i

1. Schematic overv
expander, SPF: 

ensation glass, MS
single mode fiber

setup (Fig. 1)
um light sourc
ty filters (ND05
(LD2746-A, L
ng in a beam w

FESH0700, Th
ver mirrors (P
10:90 beam spl
and 90% towar
A) and the re

rolled by varia
A) with a foca
, and a piezo-d
er, USA) contr
s focusing lens
in the sample 
single mode 

dispersed by a 
th a spectral re
ial resolution o

quisition and p

overview of da
ence between t
ex of the samp
induces a modu

view of the sOCT
short pass filter

S: motorized stage
r. 

) is based on
e (SuperK EX
5A, Thorlabs, 

LD2060-A, LB
with a diamete

horlabs, USA) 
PF10-03-P01, 
litter (BS028, T
rds the referenc
ference arm (N
able neutral d
al length of 25
driven oscillat
rols the referen
s. An identical 
arm (see sectio
fiber (S405-X
grating on a

solution δλ = 0
of 1.4 µm in air

processing 

ata acquisition 
the sample and
ple, and xs and
ulation on the 

T setup. NDF: neu
r, M: mirror, BS
e, PDM: piezo driv

n an open air
XTREME EXB

USA) attenuat
B1471-A, Thor
er of 3 mm (fu

filters out al
Thorlabs, USA
Thorlabs, USA
ce arm. In bot
NDC-50C-4M
density filters.
5 mm focus th
ing reference 
nce arm length
stage facilitate

on 2.2.3). The b
XP, Thorlabs, U

line scan cam
0.1 nm over a r
r. 

and processing
d the reference
d xr the sample
detected intens

utral density filters
S: beam splitter, 
ven mirror, C: cuv

r Michelson 
B-6, NKT Phot
te the light (To
rlabs, USA) ex
full width at ha
ll wavelengths
A) guide the 

A) guides 10% 
th, the sample 

M, Thorlabs, US
 Achromatic 

he light on the 
mirror. A mot

h by joint tran
es focus trackin
back scattered
USA) to a ho

mera (Sprint sp
range of 440-6

g is shown in F
e arm ∆OPL =
e arm length an
sity Idet: 

 

s, L#: lens #, BE:
DCG: dispersion

vette with sample,

interferometer
tonics, Denma

otal optical den
xpand and coll
alf maximum)
s longer than 
beam into the
of the light tow
arm (NDC-50
SA), the light 
lenses (AC12
sample contai

torized linear 
nslation of the 

ng by translati
d light from bot
ome-built spec
pL4096-140km
600 nm. This re

Fig. 2. The op
= 2n(xs – xr), w
nd reference ar

: 
n 
, 

r, with a 
ark). Two 
nsity = 1). 
imate the 

). A short 
700 nm. 

e desired 
wards the 

0C-2M-A, 
intensity 

27-025-A, 
ined by a 
stage (T-
reference 
ion of the 
th arms is 
ctrometer, 
m, Basler, 
esults in a 

ptical path 
with n the 
rm length 

                                                                       Vol. 9, No. 8 | 1 Aug 2018 | BIOMEDICAL OPTICS EXPRESS 3583 



 

where Is and I

Fig. 2
All nu
in sec
shown

2.2.1 Zero-d

The finite spe
function of d
along the full
described in o
and its mirro
mirror induce
vr is the veloc
to 5 µm by ac
period of the 
position ensur
the movemen
2500 lines ta
transformation
Idet(λ,f), conta
mirror movem
(mirror-image
negatively sh
transformation
filtered intens

 

det ( )I t Iλ, ∝

Ir are the signal

2. Schematic overv
umbers and letters
ction 2.2. For all d
n. ZD: zero-delay, 

elay acquisiti

ectral resolution
epth [14]. To 
l axial range, i
our previous w

or image [15]. 
es a modulation
city of the mov
cquisition of on
piezo-driven m
res that for ev

nt speed is cons
akes 5 second
n of Idet(λ,t) w
aining the freq
ment (Fig. 2, st
e) are remove
hifted frequen
n of the filter
sity Ifilt(λ,t), wit

( ) ( )s rI Iλ + λ +

l intensities fro

view of the data a
s within parenthese
data sets containin

LB: Lambert-Bee

on 

n of the detect
optimize our s
i.e. at any dep
work to remov

In short, a p
n of ∆OPL as 
ving reference 
nly 50 lines (ex
movement (100
ery period, acq
stant) of the pi
ds and results

with respect to 
quency of the 
tep 2b). The D
ed from Idet(λ

ncies (−7.3 to
red frequency 
th the DC comp

( )filtI tλ, ∝

( ) ( )(s rI I eλ λ

om the sample 

acquisition and pro
es denote the data

ng complex data (2
er. 

ting spectrogra
system sensitiv
th inside the s

ve the undesire
piezo-driven sa
a function of t
mirror (0.85 m
xposure time: 5
0 ms). Triggeri
quisition is per
ezo-driven mo
 in a data se
time results in
modulation o

DC component 
λ,f) by a rect
o −0.4 kHz) 

content with 
ponent and mi

( ) ( )
i

s rI I e
−

λ λ

2 2
( )i OPL t i

e e
π Δ −

λ λ+

arm and refere

ocessing as perfor
a processing steps 
2 b-d), only the ab

aph results in a
vity, we apply
sample. Hereto
ed crosstalk be
aw-tooth move
time with frequ

mm/s). The cha
50 µs per line,
ing of the cam
rformed over t

ovement. Acqu
et Idet(λ,t) (Fig
n the frequenc
f ∆OPL as a 
and the positiv
tangular bandp
(Fig. 2, step
respect to fr

irror image rem

2
( )OPL t

π Δ
λ

( )
)

OPL t
π Δ

λ  

ence arm, respe

rmed in this study
that are explained

absolute values are

a sensitivity rol
y zero-delay ac
o, we apply the
etween the OC
ement of the 
uency fD = 2vr

ange in ∆OPL 
, linerate: 16.7 

mera by referen
the same part (

uisition of a tot
g. 2, step 2a)
cy content of t
result of the 

vely shifted fre
pass filter aro

p 2c). Inverse
requency resul
moved (Fig. 2, 

(1) 

ectively. 

 

. 
d 
e 

ll-off as a 
cquisition 
e method 
CT signal 
reference 

r/λ, where 
is limited 
kHz) per 

nce mirror 
(at which 
tal of N = 
). Fourier 
the signal 
reference 
equencies 
ound the 
e Fourier 
lts in the 
step 2d): 

(2) 

                                                                       Vol. 9, No. 8 | 1 Aug 2018 | BIOMEDICAL OPTICS EXPRESS 3584 



2.2.2 Short time Fourier transformation 

For the purpose of quantitative and spatially confined spectroscopy, we are interested in Is as 
a function of both wavelength and geometrical depth d, with d = ΔOPL/(2n). Since Ifilt(λ,t) 
contains the spectral content of the OCT signal over the entire imaging range of the 
spectrograph (dmax = 622 µm), the spectra are not yet spatially confined at each depth. Short 
time Fourier transformation (STFT) of Ifilt(λ,t) with respect to λ with a rectangular spectral 
window with a size of Δλ = 5 nm, results in a depth-resolved spectral data set ISTFT(λ,d,t) with 
a spatial resolution Δd = λ2/(2nΔλ) ranging between 14 µm (at λ = 440 nm) and 27 µm (at λ = 
600 nm). The STFT is applied directly in the wavelength domain, since an interpolation filter 
to convert data to the equidistant wave number domain has its own frequency characteristics 
which affect depth information and thus affects quantitative analysis. Averaging of 
|ISTFT(λ,d,t)| with respect to time (i.e. for every line captured by the camera) yields ISTFT(λ,d) 
(Fig. 2, step 2e). Since Ir remains constant during the complete measurement, ISTFT(λ,d) 

contains the depth profile of  sI  per wavelength, from which we obtain S(λ) = ISTFT(λ,d = 

∆d) (Fig. 2, step 2f). The backscattered spectrum at d = ∆d is used, since it has a better signal-
to-noise ratio compared to the backscattered spectrum at d = 0 (i.e. exactly at zero-delay), due 
to small remainders of the DC term after filtering. 

2.2.3 Focus tracking and depth-resolved acquisition 

In addition to zero-delay acquisition, we further optimize our system sensitivity by focus 
tracking. At the start of each measurement, the zero-delay and focus position are matched at 
the interface between the cuvette wall and the sample (Fig. 2, step 1). Subsequently, S(λ,dZD) 
is obtained by acquisition of S(λ) as a function of the zero-delay (ZD) position relative to the 
sample’s surface dZD, with step size dx and the method described in sections 2.2.1 and 2.2.2. 
Hereto, the reference arm is elongated with steps of dx n⋅  and focus tracking is achieved by 
translating the sample lens with steps dx/n towards the sample (Fig. 2, step 3). This method 
for combined zero-delay acquisition and focus tracking results in a depth resolved and 
wavelength resolved OCT signal S(λ,dZD), from which the attenuation in depth only depends 
on the optical properties of the sample (Fig. 2, step 4). 

2.2.4 Spectra of optical properties 

Under the assumption of single scattering, the attenuation coefficient µt(λ) of the sample is 
obtained by fitting a linear Lambert-Beer model to the natural logarithm of S(λ,dZD) (Fig. 2, 
step 5): 

 ( )( ) ( ) ( )2ln ( , ) ln ( 2)ZD bg t ZDS d S µ dλ α λ− = −λ  (3) 

with α(λ) and µt(λ) free running fit parameters, and Sbg a background term that is obtained at a 
depth of 1000 µm inside the non-scattering back wall of the sample containing cuvette. 

The individual contributions of the scattering coefficient µs(λ) (modeled as a scatter power 
function aλ-b) and the absorption coefficient µa(λ) to the total sample attenuation µt(λ) are 
obtained by fitting Eq. (4) to µt(λ), according to our method in [12] (Fig. 2, step 6): 

 ( ) ( ), b
t i a iµ a C µλ λ λ−= +  (4) 

with fit parameters: scaling factor a, scatter power b, and Ci the concentration of the ith 
chromophore relative to the chromophore concentration at which the reference absorption 
spectrum µa,i(λ) was measured. The lower boundaries of all fit parameters were set to 0. We 
obtained all µa,i(λ) by transmission spectroscopy (UV-2401PC, Shimadzu, Japan), comprising 
the absorption spectra for free bilirubin and albumin-bound bilirubin. 
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minimum of 50 depth positions, resulting in a minimum measurement time of 250 seconds for 
a full data set. For potential future in vivo measurements, it is likely that motion artefacts 
occur within this measurement time, hampering both the quantitative, and localized analysis 
of the optical attenuation. Measurement time can be reduced by a) reducing the period of the 
reference mirror movement, b) decreasing the number of averages per depth position, and c) 
increasing axial step size dx or, depending on the application, reducing the depth range to a 
spatially even more confined region of interest. Options b) and c) potentially come at the cost 
of measurement accuracy. 

For the sample measurement behind the scattering silicone layer, the measured µt(λ) is 
lower and has larger standard deviations than the µt(λ) measured without the layer for 
wavelengths <460 nm (Fig. 4(b)). This can be caused by a) a lower signal to noise ratio inside 
the sample, due to the increased attenuation by the scattering silicone layer in this spectral 
region, and b) the influence of multiple scattering on the signal at increasing measurement 
depths. The presence of multiple scattering results in a lower scattering contribution when 
fitting Eq. (4) to the measured µt(λ) [16]. Since absorption is not affected by the influence of 
multiple scattering [5], we still obtain approximately the same absorption contribution – and 
thus bilirubin concentration – compared to the measurement without the covering layer. 
Nevertheless, when translating this method to spatially confined measurements in tissue, a 
thorough investigation is required of the measurement accuracy as a function of depth and 
tissue optical density. 

For all samples containing bilirubin, the averaged bilirubin concentration measurements 
agree within 10% of the expected values. The overestimation of the bilirubin concentration in 
the 0 µM bilirubin sample may be explained by the lower boundary of 0 for all fit parameters 
in Eq. (4), resulting in a positive bias for samples containing no or very little bilirubin. Since 
the standard deviation of the data is in the order of 50 µM, the precision of our method is 
lower than its accuracy. This precision is comparable to the precision of transcutaneous 
bilirubinometers for concentrations up to 200 µM [3]. Transcutaneous bilirubinometers 
however, systematically underestimate the clinically relevant bilirubin concentrations higher 
than 200 µM [3], whereas the accuracy of our method remains relatively constant for the full 
investigated range. Furthermore, sOCT has the ability of spatially confining the measurement 
volume to a small region of interest inside tissue. This can be of great value to I) study the 
physiological process of bilirubin extravasation into tissue, and II) noninvasively measure 
bilirubin concentrations inside blood vessels. The latter would overcome the intrinsic 
accuracy-limiting factor of current transcutaneous bilirubinometers, as these measure the 
bilirubin concentration in a relatively large skin volume, which does not correlate directly to 
the bilirubin concentration in blood [2]. Further research is required to investigate whether 
sOCT can accurately measure bilirubin concentrations in blood where new challenges such as 
tissue dynamics, especially perfusion, and high hemoglobin absorption (µa ≈20 mm−1) around 
the same wavelengths as the bilirubin absorption peak arise. 
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